RECEIVED

MISSOUR DEPARTMENT OF HEALTH AND SENIOR SERVIGES
STATE PUBLIC HEALTH LABORATORY {

By Carol Day at 8:42 am, Sep 25, 2013}

,)‘ BREATH ALCOHOL PROGRAM
DATAMASTER MAINTENANCE REPORT AEPORT 26
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Complede this repoil at !ho !umr! (lf the l‘t"qillﬂf mqnlhly pravonlivea rr-mmmmnm chack (nof to exmed 3.) dayf 1R
Caomplote 1his report whenaover the instiumant is serviced of repaied and whensver It s placed Inlo savice.
flots im thu migzn.ﬂ dmi :;em! a copy wilhin 15 dayn 1o tha Bm.x!h Ai‘r mml qumm DHSS.

DAIMASIENI BN HAME GF AGEOGE OATE OF IGULGTION
204183 Chrishan Co 80, Ozark 09/20/2013
VOCATION OF (NSTHUIIENT (R1RERT AND LATY) B i T e o mmbEs R e T
2920 North Shamrock Road, Jelferson Cily 16:40

CHECKLIST: Placo a matk in tho box by sach itern i found tobe s satls sactary r)uia;mrmmq within established Hmils, {Write in ohserved valtes
wihere detenmined ) Unmarked ileins musl be corrected belore using instrument.

¥} DIAGNOSTIC CHECK (PRINTOUT ATTACHED) DATE AND TIME (rom printau) ... 09/20/2013.@.16:40 ..
M compuTeR DETECTOR
M prOGRAM ] FILTERS
] HEATERS SAMPLE CHAMBEN  149°C 7 CQUARTZ STANDARD
[ FLOW DETECTOR /] CALBHATION

[Vl PUMP HIGH SPEED 7 PRINTER
] INDICATOR LIGHTS
(vl SIMULATOR SOLUTION SUPPLIER _RepCoMarkoling .. ... . LOT# __ 12101 EXP DATE _01/30/2014_
v SIMULATOR TEMP (34°C +0.2°C) 434.00°C SIMULATOR 6N DRS382 EXP. DATE 01i0?f2,0,14,,,,

(] CALIBRATIOM CHECK ~ {ONLY OME STANDARD i5 TO 8E USED PER MAINTENANCE REPORT)

Run fhree tests using a standard solullon. All three tests must e within £5% of the standard valie and must have a spread of 605 o
less, Mark the box corresponding to (he standard calution being used. (PRINTOUT ATTACHED)

{T]16.100% STANDARD - MUST READ BETWEEN 0.005% AND ¢, 105% INCLUSIVE
{]0.080° STANDARD - MUST READ BETWEEN 0.076% AND 0.004%, INCLUSIVE
[w] 0.040% STANDARD - MUST BEAD BETWEEN 8,038 AND 0.0429% INCLUSGIVE

TEST 1 = 039 JTH;T 2w 039 l"ff;‘ST 3 = 039

V) PERAFORM RLEL TEST (PRINTOUT ATTACHED)

INDICATE THE NUMBER OF BAEATH TESTS IN THE FOLLOWING RANGES SINCE THE LAST MAINTENANGE REPORT:
{DO NOT INCLUDE SELF-ADMINISTERED TESTS)

(15-.19) 0 OVER .19 ©

ACFUSALS 0 ({0-.04} o {.05-.08) 0 {10~ 14} 0

LIST ANY HEW PAHT‘{MI{) l)ESCRIBF‘ ANV ALTERATION O MOBIFICATION THAT WAS MADE TO RESTONE THEINSTRUMENT TO OPFHAIF ﬁ.lﬂ‘al ACTONILY ARG WATHIN CSPASLISHED LTS
{USE OTHREIL SHIE iF HECESSARY)

Tightened loose 4x40 screw on power supply board which provides proper supply grounding to instrument chassls. Replaced broken/missing breath tebe
retainer. Replaced breaih tube. Blew sample chamber with compressed air. Tightened mirror assembly at sample chamber inle! side. Gonfirmed proper five-
way difectmm operation. Calibrated Instrumant.
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€. /g3

INSPECTING OFFICER L :
SIONATURE PRUNT FULL NAME
’ Dewayne D, Carver
TTTRE 4 P R e T T T erenon fuveEn
230101 05/28/2015 - : {573) 751-4722
RETUNN COMPLETED AEPORT TO THE: Brealh Alcohol Program, MO Daopartiment of Hoalth and Senior Servicas, .amniwns! Ulstricl O!hce

2875 Jamas Bivd.

Poplar Blull, MO 63901

R4D o {405 {2 139} AN FDUAL C2P0RTURSTOAFUALVE ACTR URN LG LT LAt 3G
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REPCO MARRETING INC.

3101-188 STONYBROOK DRIVE
RALEIGH, NC, 27604
212-8765480

CERTIFICATE OF ANALYSIS

MANUFACTURER AND SUPPLIER: RepCo Markefing, Inc.
LOTNUMBER: 12101
EXPIRATION DATE: January 39, 2014 at 11:59 pan

RepCo Marketing, Inc. certifies the following:

RepCo Marketing, Inc. meanufactured, tested and- supplied Lot
Number 12101 of Aleohol Certified Solution for simulators. Random
samples of said lot number were analyzed by an independent laboratory
utilizing a gas chromatograph and found to condain __.0486 gms/dl /-
.003 gms/dl wi/vol ethanol (95% Confidence). |

The alcohol and distilled water used in the solution were found to be
free of any interferring substance.
~ This solution will produce a vapor alcobol value of 040 -i-/~3%
oms/210L Breath when heated to 34 Degrees Celsius -H-0.2 Degrees Celsius
in a simulator (95% Confidence). - '

The date of manufacture for this lot pumber is January 31, 2012.

. The expiration date for this lot number is _ Janwary 30.. 2014
at 11:59 pan. |

This document is a true representation of the original Certificate of

Analysis. :

Cecil B. -Géuner, President
RepCo Marketing, Inc.

Form RM (2
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Garg Siock No.

60021

BAC DataMaster
Evidence Ticket

MISZOURI STATE HIGHWAY PATROL
BAC DATAMASTER ZERIAL HUMEER 2841
' D281

TEZTING OFFICER:

CARVER-DEWATHE-T |
OFFICER 1.Dn: D41
FERMIT HUMBER: Z3m15
EAFIRATION DATE: B5-753-15
MIXCELLANEUS DATA:

SRR YAPOR ACCURACY CHECK

REFCO METGE LOT 12101 EXP 13020

-—— EZUPERMIZOR MOIDE ——-

BLARK TEST « G

- YERIFIED

IHTERMAL STAMDART
EXTERENAL STRHDARD HRT

ELAMK TEST G0
EXTERMAL STAHDARD LAz
ELAHK TEST O
EXTERMAL STAMDARD BT

_ BLAMK TEST «
M=
ZIM.

|

R4S,

[
b=
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16143

1643

L X
igsdd

t6r4d -

16345
SRR
1aidis

FACE THIS SIDE DOWN - THIS EDGE IN FIRST

FACE THIS SIDE DOWN - THIS EDGE IN FIRST

BAC DataMaster
Evidence Ticket

MIZSOURI STATE HIGHWAY PATROL

EAC DATAMASTER SERIAL NMUMEER 204183

G3-20-13

ARREST TIME: @a:or
FLBJECT HApE:
TEST/RF-1
DOR: 818203
STATE-D.L.: HEAK
ARRESTIMG OFFICER:
H
OFFICER I.D.3 X
TESTING OFFICER:
CARVYER -TENARYHE-T
OFFICER I.0.: 44
PERMIT HUMBER: 22410l
EXPIRATION DATE: 85-/22-15
MISCELLANEQUS DRTA:

RERY M

~—— BRERTH ANPALYEIE -~

BLAME. TE=T Ana
IMTERMAL STAHDARRD YERIFIED
« FISE

' J SUBJELT ZAMPLE
— -~ RADID IMTERFERENCE
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